Accurate and reliable measurement of shoulder range of motion (ROM) is integral to the physical examination and functional evaluation of a pathologic shoulder. A universal goniometer (UG) is considered the "gold standard" for measuring shoulder ROM[@bib0010]; however, visual estimation is common in clinical practice as it is more time efficient, and a goniometer is often not available.[@bib0015], [@bib0135], [@bib0145] Other methods for measuring shoulder ROM include digital inclinometry, digital motion capture, and high-speed cinematography, but these require expensive, specialized equipment with limited availability.[@bib0050], [@bib0055], [@bib0070], [@bib0085], [@bib0125], [@bib0145]

Smartphone applications (apps) have recently been proposed as an alternative method of measuring pathologic shoulder ROM.[@bib0080], [@bib0110], [@bib0115], [@bib0135], [@bib0150] Apps rely on an internal smartphone inclinometer[@bib0135] or a photographic virtual goniometer[@bib0110] to measure ROM. Several studies have demonstrated joint ROM measured with apps to be reliable and accurate compared with traditional methods,[@bib0040], [@bib0075], [@bib0080], [@bib0100], [@bib0110], [@bib0120], [@bib0130], [@bib0135], [@bib0150] but studies performed on the shoulder were limited by inclusion of only participants with no joint disease (for whom they have the most potential clinical application). In addition, no shoulder study considered the impact that ROM variability may have on shoulder scores with an objective ROM component.

The Constant-Murley (CM) score[@bib0030] and the University of California--Los Angeles[@bib0060] (UCLA) shoulder score are commonly used shoulder assessment tools that evaluate level of function and efficacy of surgical interventions and observe clinical change over time. These shoulder patient-reported outcome measures have the advantage over other scoring systems of including subjective patient-derived inputs as well as objective clinician-derived inputs, allowing a more balanced interpretation of shoulder function.[@bib0030]

Shoulder scores enhance communication during the physician-patient consultation[@bib0035], [@bib0045] and aid in clinical decision-making. As shoulder ROM is an important component of these scores, measurements must be accurate and reliable for the scores to be of clinical use.

Apps have been shown to be accurate and reliable in measuring ROM in normal shoulders; however, their use in the pathologic shoulder is yet to be assessed. The authors hypothesized that smartphone ROM apps will provide accurate and reliable measurements when tested on pathologic shoulders.

Materials and methods {#s0010}
=====================

Patients were recruited from the outpatient department of 2 tertiary orthopedic units between February 2015 and February 2016. Inclusion criteria were being English speaking, older than 18 years, and willing to provide informed consent and having a documented current shoulder disease. Patients were excluded if they had cognitive impairment or were unable to follow the assessor\'s instructions. In cases of bilateral shoulder disease, both shoulders were assessed independently and included.

One iPhone (Model 5S) was used in the study and the software not updated during data collection. Two iPhone apps were used to measure shoulder range of movement (ROM): GetMyROM (version 1.0.3; Interactive Medical Productions, Hampton, NH, USA), an inclinometry-based app ([Fig. 1, A](#f0010){ref-type="fig"}); and DrGoniometer (version 1.2; CDM S.r.L, Milano, Italy), a photo capture--based application ([Fig. 1](#f0010){ref-type="fig"}, *B*). Visual ROM estimates were recorded for each subject, as were measurements made using a standard, manual goniometer as a control. A questionnaire recorded the subjective and functional questions of the UCLA and CM shoulder scores.Figure 1The iPhone applications. (**A**) GetMyROM. (**B**) DrGoniometer.Figure 1

All participants were assessed with exposed shoulders. Two medical practitioner observers with experience in musculoskeletal disease collected the data independently with an assistant. Participants initially sat upright and straight on a fixed chair to stabilize the spine. In this position, the following measurements were observed: active forward flexion ([Fig. 2, A](#f0015){ref-type="fig"}), total abduction, active glenohumeral abduction ([Fig. 2, B](#f0015){ref-type="fig"}), and passive glenohumeral abduction. To assess glenohumeral joint abduction, the participants were asked to abduct the arm while the examiner stabilized the scapular. Commencement of scapula rotation was used to determine the limit of glenohumeral joint movement.Figure 2Measurements of (**A**) forward flexion, (**B**) glenohumeral abduction, (**C**) external rotation, and (**D**) internal rotation.Figure 2

Rotation of the shoulder was measured with participants supine on a standard examination table. The shoulder was positioned in 90° of abduction with 90° of flexion at the elbow. With the forearm in neutral rotation and the proximal two-thirds of the humerus supported by the table, measurements were taken for active ([Fig. 2, C](#f0015){ref-type="fig"}) and passive external rotation and active ([Fig. 2, D](#f0015){ref-type="fig"}) and passive internal rotation. If shoulder disease prevented the participant from abducting the shoulder to 90°, supine external rotation was measured with the elbow in contact with the side of the body (0° abduction), and internal rotation measures were not recorded. With all ROM tests, care was taken to avoid compensatory movements, such as elbow extension or scapular elevation, and if these were observed, the measurement was repeated.

Shoulder ROM was first assessed using the smartphone inclinometer attached to the participant with a DualFit Armband (Belkin; Playa Vista, CA, USA). The armband was attached to the distal portion of the humerus for seated movements, then repositioned to the wrist for measurements performed with the participant supine. The inclinometer was positioned with the screen facing away from the observer. The assistant read and recorded the ROM value with the observer blinded to the reading. Next, the observer captured photographs of the participant with the shoulder positioned at the limits of ROM, to be analyzed at a later date using DrGoniometer. Third, the observer gave a visual estimate of shoulder ROM and last measured the ROM using the standard goniometer.

A myometer (Isometer; Innovative Design Orthopaedics Ltd., London, UK) was employed to measure shoulder strength using the method described by Constant et al.[@bib0030] Participants stood with their feet shoulder-width apart and the arm held at 90° of abduction in the scapular plane. The forearm was placed in full pronation and shoulder internal rotation. A looped arm strap was placed 2 cm proximal to the wrist. With the elbow straight at all times, participants were instructed to lift up with maximal strength. The measurement was repeated 2 more times and the highest value used to calculate the CM score.[@bib0030], [@bib0150] Participants who were not able to establish the desired degrees of abduction or experienced pain when completing this part of the assessment were assigned a strength score of 0 and were not subjected to further strength measurement. Strength measurements were used in conjunction with the questionnaires to calculate the UCLA and CM shoulder scores.

To assess the reliability of the 4 methods, all measurements were completed by 2 independent observers. An intraclass correlation coefficient (ICC) was calculated using SAS 9.3 (SAS Institute, Cary, NC, USA). An ICC was calculated for each ROM test, interpreted as follows: 0.00-0.40, poor correlation; 0.41-0.59, fair correlation; 0.60-0.74, good correlation; and 0.75-1.00, excellent correlation.[@bib0025]

A Bland-Altman analysis was used to assess the level of agreement between the ROM measurement modalities. A 95% limit of agreement was defined as ±1.96 standard deviations around the mean difference from measurements obtained by the UG, thus producing a lower and upper level of agreement.

A negative binomial generalized estimating equation was used to account for clustering on random effects of the subjects and raters. Assumptions of linear regression were not upheld. Modeling was performed for the CM scores and ROM as well as for UCLA scores and ROM.

Results {#s0015}
=======

From February 2015 to February 2016, 75 patients were recruited from the outpatient department of 2 tertiary orthopedic units (21 women, 54 men). The average age was 46 years (range, 24-94 years). Fourteen patients had bilateral shoulder disease.

The underlying shoulder diseases in descending order of frequency included shoulder instability (n = 23), degenerative changes/arthritis (n = 9), inflammation (n = 9), prior fracture (n = 4), and soft tissue disease (n = 30). Diagnoses and surgical interventions are presented in [Table I](#t0010){ref-type="table"}.Table IDiagnoses and operations of participants (N = 75)Table IDiagnosisOperationInflammation (n = 9)\
 SA bursitis ± impingement\
 Scapulothoracic bursitis/snapping scapula\
Fractures (n = 4)\
 Proximal humerus\
 Clavicle\
Degenerative/arthritic (n = 9)\
 ACJ osteoarthritis\
 SCJ osteoarthritis\
 GHJ osteoarthritis\
 Septic arthritis\
Instability (n = 23)\
 Traumatic (including dislocations)\
 ACJ dislocation/subluxation\
Soft tissue (n = 30)\
 Proximal biceps tendon tear (long head)\
 Rotator cuff tear\
 SLAP biceps tear\
 Supraspinatus tendinopathyNo operation (n = 58)\
Arthroscopic surgery (n = 6)\
 Rotator cuff repair\
 Labral stabilization\
 Other therapeutic procedure\
Open nonarthroplasty procedures (n = 10)\
 Latarjet/Bristow\
 ACJ lateral clavicle excision\
 Rotator cuff repair\
 Open washout of shoulder joint\
Total shoulder arthroplasty (n = 1)\
 Reverse[^1]

In all cases for the group diagnoses (except for passive glenohumeral abduction of the instability group), ICC values were classified as having excellent agreement (\>0.84). In regard to surgical intervention, the ICC value for each ROM test was \>0.95.

The ICC values are presented in [Table II](#t0015){ref-type="table"}. All values were \>0.97, indicating excellent agreement between the 4 methods of measurement for each ROM. Each ROM variable showed a left-skewed distribution.Table IIInterobserver reliability for each range of motion (ROM) measurement methodTable IIROM testMethodICCLower 95% limitUpper 95% limitForward flexionClinician1.000.991.00Goniometer0.990.991.00GetMyROM0.990.980.99DrGoniometer1.000.991.00Total active abductionClinician1.000.991.00Goniometer0.990.991.00GetMyROM0.990.991.00DrGoniometer0.990.991.00Active glenohumeral abductionClinician0.990.991.00Goniometer0.980.970.99GetMyROM0.980.970.99DrGoniometer0.980.970.99Passive glenohumeral abductionClinician0.990.991.00Goniometer0.980.990.99GetMyROM0.970.950.99DrGoniometer0.980.960.99Active internal rotationClinician0.990.990.99Goniometer0.990.990.99GetMyROM0.980.970.99DrGoniometer0.990.991.00Passive internal rotationClinician0.990.980.99Goniometer0.990.990.99GetMyROM0.980.960.98DrGoniometer1.000.991.00Active external rotationClinician0.990.980.99Goniometer0.990.980.99GetMyROM0.990.980.99DrGoniometer1.000.991.00Passive external rotationClinician0.990.991.00Goniometer1.000.991.00GetMyROM0.990.980.99DrGoniometer0.990.991.00[^2]

The results of Bland-Altman plots, comparing the other 3 methods of measurement with the measurements obtained by the UG, are presented in [Table III](#t0020){ref-type="table"}. These values are within a narrow range and indicate generally superior agreement, although active and passive glenohumeral abduction had the narrowest limit range (ie, more agreement between the methods of measurement and UG), and forward flexion resulted in a larger range of values.Table IIIBland-Altman plots comparing measurement modalities to the "gold standard" goniometerTable IIIComparison measurement mean to universal goniometerComparative measurement techniqueMean differenceLower 95% limitUpper 95% limitForward flexionClinician1.69−5.178.55GetMyROM−0.76−9.648.11DrGoniometer−0.56−9.638.52Total active abductionClinician0.37−6.467.20GetMyROM0.47−7.878.81DrGoniometer0.81−7.739.35Active glenohumeral abductionClinician−0.18−2.902.54GetMyROM−0.19−4.714.32DrGoniometer−0.41−6.936.12Passive glenohumeral abductionClinician−0.07−2.041.90GetMyROM−0.38−4.023.25DrGoniometer−0.01−2.322.30Active internal rotationClinician−0.29−5.514.93GetMyROM0.51−7.118.14DrGoniometer−1.29−10.007.43Passive internal rotationClinician0.00−4.664.66GetMyROM0.55−5.046.13DrGoniometer−1.41−9.837.01Active external rotationClinician0.01−5.025.05GetMyROM−0.08−8.328.17DrGoniometer0.20−8.238.63Passive external rotationClinician0.42−5.186.02GetMyROM0.40−7.588.37DrGoniometer0.13−7.657.91

Nineteen participants (25.3%) were not able to complete strength assessments as a result of pain (n = 15) or loss of ROM (n = 4). These participants were assigned a strength score of 0 in calculating UCLA and CM scores. When the CM and UCLA scores were calculated for each method of assessing ROM, all methods revealed identical mean CM scores (74; range, 6-100) and mean UCLA scores (29; range, 7-35).

Discussion {#s0020}
==========

This study demonstrated that the ROM measurements in pathologic shoulders are consistent in comparing a UG with visual estimates and 2 different smartphone ROM apps. It also demonstrated that there is no difference in the calculated shoulder UCLA and CM scores using the 4 different methods, suggesting that newer technologies that use smartphone applications may be a useful tool in the clinical setting.

Previous studies[@bib0020], [@bib0065], [@bib0090], [@bib0155] have assessed the accuracy and validity of smartphone apps in measuring joint ROM; however, those focused on the shoulder were limited by assessing only normal shoulders in healthy, young individuals.[@bib0080], [@bib0095], [@bib0110] In contrast, this study assessed patients of varying ages with a spectrum of shoulder diseases, thus providing a relevant clinical context and a broader spectrum of assessable shoulder ranges over which to compare the assessment modalities. Previous studies were also limited to the assessment of active shoulder motion only.[@bib0080], [@bib0095], [@bib0110] In addition to examining both active and passive ROM, this study also assessed a more complete set of shoulder movements, including internal and external rotation, abduction, and forward flexion. This study also assessed the clinically relevant movement of glenohumeral joint abduction, an important sign that can assist in differentiating subacromial and subdeltoid adhesions from adhesive capsulitis in pathologic and postoperative patients. To the authors\' knowledge, this movement has not previously been investigated using different ROM assessment modalities.

This study is the first to compare 4 different shoulder ROM assessment tools in a pathologic patient cohort. The 4 assessment modalities used (the clinician\'s visual estimation, inclinometer-based smartphone application \[GetMyROM\], photograph-based \[DrGoniometer\] smartphone application, and UG) demonstrated excellent agreement. This finding was similar to that of Werner et al, who assessed postsurgical shoulder ROM in patients having undergone total shoulder replacement surgery and reported excellent correlation when using an inclinometer Smartphone application in isolation.[@bib0150] This study is also one of the few studies that assessed an older population cohort (mean age, 46 years), in various planes of shoulder movement, with various shoulder diseases and diagnoses. The only other study to examine inclinometer- and photograph-based shoulder assessment tools relied exclusively on measurements of external rotation performed on young, healthy subjects (mean age, 26.4 ± 7.6 years).[@bib0110]

Certain advantages exist in adopting these new technologies. Inclinometry-based applications allow fast, reliable measurements of shoulder ROM and are widely available and cost-effective, given the prevalence of smartphone ownership in the general population. They are available not only to physicians but also to allied health professionals and patients. As well as being used in a clinical setting, the inclinometry-based apps allow patient self-measurement,[@bib0065] providing real-time feedback for exercise completed at home. This may be of particular benefit to those with limited access to health care because of rural location or disability, for whom some assessment may be performed by a combination of telephone, tele-link, or secured e-mail.

Photograph-based applications, whereby clinicians make measurements in a delayed fashion (post-production and independent of the patient\'s location), allow images to be printed and filed in patient notes for comparison during subsequent visits. Like inclinometry-based apps, photograph-based applications allow accurate ROM assessment when a goniometer is not available or when a face-to-face interaction with a health professional is not immediately available. Moreover, the physician-patient interaction can potentially be enhanced by demonstrating the patient\'s progress in ROM over time.[@bib0065], [@bib0105]

Whereas visual assessment of ROM may require experience to give an accurate estimation, a recent study[@bib0150] reported that the skill level of medical assessor does not influence the ROM assessment with use of smartphone applications (ie, student vs. medical clinician). This is important, as clinicians and allied health practitioners who do not have exclusively musculoskeletal practices may employ these smartphone applications with the confidence that they will produce consistent results. Non--musculoskeletal-focused clinicians are less likely to have experience with visual estimation of shoulder ROM, and consequently the measurements obtained may be affected.

The UCLA and CM scores are important adjuncts to the management of patients with shoulder disease and can be used to assess for change in function over time. Both have subjective and objective components that allow a more balanced interpretation of a patient\'s true shoulder function. This is the first study to compare smartphone applications for measuring shoulder ROM in a pathologic patient cohort and subsequently using these measurements to calculate and to compare UCLA and CM shoulder scores. In this study, both the UCLA and CM shoulder scores were similar in comparing various modalities of ROM measurement. These findings suggest that these smartphone applications can be used with confidence to calculate UCLA and CM shoulder scores in patients with a spectrum of shoulder diseases.

Limitations exist in using inclinometer- and photograph-based smartphone applications for shoulder ROM measurement. Inclinometer applications require the mobile device to be in contact with the patient. This is best achieved with an instrument that physically holds the phone to the patient (such as an armband).[@bib0135] Hygiene issues may be raised when an armband is used repeatedly and suggest the need for disposable armbands.[@bib0010], [@bib0140] The position of the measurement device is important to achieve consistent results. It was our experience that the armband sometimes required adjustment (eg, rotated around the longitudinal axis of the humerus) to attain the appropriate measure. Vigilance of the assessor was required to adjust the armband if it slipped or loosened after initial application.

Photograph-based smartphone applications had similar considerations, especially when the examiner was taking the picture and in positioning the virtual goniometer on anatomic landmarks to measure the angles under investigation.[@bib0065] Errors could be made if the picture was taken short of maximal ROM or if the photograph was mistimed (and not picked up). Care needed to be taken in measuring the angles under investigation in the photographs, especially in placing markers on the desired anatomic landmarks.

There are limitations to this study. The 2 observers were highly trained and had many years of experience in shoulder examination. This may have influenced the visual estimation results, which may not be reproducible for clinicians with less experience. Care should be taken in interpreting this result, as visual estimation requires a certain level of expertise and practice, which may take several years to achieve. This modality has the most inherent variability and is not recommended for routine use (especially for clinicians who have not self-evaluated their assessments). Ongoing self-evaluation is required to confirm that this technique is valid for each clinician.

Another limitation was the sample size, which was not randomized and was composed of more men than women. The average age of the sample was skewed to the elderly (likely representative of the larger proportion of disease found in the older age groups). A broader and larger sample would allow a more in-depth analysis by gender and age subsets. Future studies could incorporate examination of dynamic movements in addition to static assessments.

Conclusion {#s0025}
==========

Technologic advances offer the opportunity to adopt new tools that can improve patient assessments and follow-up and ultimately lead to improved clinical outcomes. Smartphone app use is a widely available, cost-effective method to assist clinicians in accurately measuring joint range of movement, including that of the shoulder, knee, spine, elbow, and ankle.[@bib0020], [@bib0065], [@bib0090], [@bib0155] This study demonstrates that shoulder ROM can be reproducibly measured using 4 independent methods. Smartphones can be used with confidence by clinicians to provide a reliable, reproducible, practical, and inexpensive way of assessing shoulder ROM.
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[^1]: *SA*, subacromial; *ACJ*, acromioclavicular joint; *SCJ*, sternoclavicular joint; *GHJ*, glenohumeral joint; *SLAP*, superior labral tear from anterior to posterior.

[^2]: *ICC*, intraclass correlation coefficient.
